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Food and Drug Administration, HHS § 864.5620

‘‘Class II Special Controls Guidance 
Document: Premarket Notifications for 
Automated Differential Cell Counters 
for Immature or Abnormal Blood Cells; 
Final Guidance for Industry and FDA.’’

[67 FR 1607, Jan. 14, 2002]

§ 864.5240 Automated blood cell dilut-
ing apparatus. 

(a) Identification. An automated blood 
cell diluting apparatus is a fully auto-
mated or semi-automated device used 
to make appropriate dilutions of a 
blood sample for further testing. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 864.9. 

[45 FR 60596, Sept. 12, 1980, as amended at 65 
FR 2310, Jan. 14, 2000]

§ 864.5260 Automated cell-locating de-
vice. 

(a) Identification. An automated cell-
locating device is a device used to lo-
cate blood cells on a peripheral blood 
smear, allowing the operator to iden-
tify and classify each cell according to 
type. (Peripheral blood is blood circu-
lating in one of the body’s extremities, 
such as the arm.) 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60597, Sept. 12, 1980]

§ 864.5300 Red cell indices device. 
(a) Identification. A red cell indices 

device, usually part of a larger system, 
calculates or directly measures the 
erythrocyte mean corpuscular volume 
(MCV), the mean corpuscular hemo-
globin (MCH), and the mean corpus-
cular hemoglobin concentration 
(MCHC). The red cell indices are used 
for the differential diagnosis of 
anemias. 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60597, Sept. 12, 1980]

§ 864.5350 Microsedimentation cen-
trifuge. 

(a) Identification. A microsedimenta-
tion centrifuge is a device used to sedi-
ment red cells for the microsedimenta-
tion rate test. 

(b) Classification. Class I (general con-
trols). This device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 864.9. 

[45 FR 60598, Sept. 12, 1980, as amended at 59 
FR 63007, Dec. 7, 1994; 66 FR 38789, July 25, 
2001]

§ 864.5400 Coagulation instrument. 
(a) Identification. A coagulation in-

strument is an automated or semiauto-
mated device used to determine the 
onset of clot formation for in vitro co-
agulation studies. 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60598, Sept. 12, 1980]

§ 864.5425 Multipurpose system for in 
vitro coagulation studies. 

(a) Identification. A multipurpose sys-
tem for in vitro coagulation studies is 
a device consisting of one automated or 
semiautomated instrument and its as-
sociated reagents and controls. The 
system is used to perform a series of 
coagulation studies and coagulation 
factor assays. 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60599, Sept. 12, 1980]

§ 864.5600 Automated hematocrit in-
strument. 

(a) Identification. An automated hem-
atocrit instrument is a fully auto-
mated or semi-automated device which 
may or may not be part of a larger sys-
tem. This device measures the packed 
red cell volume of a blood sample to 
distinguish normal from abnormal 
states, such as anemia and 
erythrocytosis (an increase in the num-
ber of red cells). 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60600, Sept. 12, 1980]

§ 864.5620 Automated hemoglobin sys-
tem. 

(a) Identification. An automated he-
moglobin system is a fully automated 
or semi-automated device which may 
or may not be part of a larger system. 
The generic type of device consists of 
the reagents, calibrators, controls, and 
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